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ABSTRACT 

Background Genetic evaluation of cardiomyopathies 
poses a challenge. Multiple genes are involved but no clear 
genotype-phenotype correlations have been found so far. 
In the past, genetic evaluation for hypertrophic (HCM) and 
dilated (DCM) cardiomyopathies was performed by 
sequential screening of a very limited number of genes. 
Recent developments in sequencing have increased the 
throughput, enabling simultaneous screening of multiple 
genes for multiple patients in a single sequencing run. 
Objective Development and implementation of a next 
generation sequencing (NGS) based genetic test as 
replacement for Sanger sequencing. 
Methods and Results In order to increase the number 
of genes that can be screened in a shorter time period, we 
enriched all exons of 23 of the most relevant HCM and 
DCM related genes using on-array multiplexed sequence 
capture followed by massively parallel pyrosequencing on 
the GS-FLX Titanium. After optimisation of array based 
sequence capture it was feasible to reliably detect a large 
panel of known and unknown variants in HCM and DCM 
patients, whereby the unknown variants could be 
confirmed by Sanger sequencing. 
Conclusions The rate of detection of (pathogenic) 
variants in both HCM and DCM patients was increased 
due to a larger number of genes studied. Array based 
target enrichment followed by NGS showed the same 
accuracy as Sanger sequencing. Therefore, NGS is ready 
for implementation in a diagnostic setting. 



INTRODUCTION 

Genetic cardiomyopathies represent a group of dis- 
eases that are caused by alterations in over 50 genes 
lacking clear genotype-phenotype correlations. 1-3 As 
sequential testing of all those genes is both time con- 
suming and expensive, a better testing strategy should 
therefore be cheaper and have shorter turnaround 
times. Over time, different approaches have been 
developed. In our laboratory, cardiomyopathy 
genes were tested using denaturing high performance 
liquid chromatography (dHPLC) followed by Sanger 
sequencing and Sanger sequencing without dHPLC 
as a pre-screen. Array based sequencing is a technique 
developed in the last few years that results in higher 
throughput, diminished costs, and shorter turn- 
around times. 4 However, this technology is less 



sensitive to insertion/deletion detection, is less amen- 
able to panel modification (by adding new genes, for 
example), and has a very limited sequencing capacity 
in comparison to Illumina GAII sequencing, for 
example. 5 Next generation sequencing (NGS) is an 
attractive approach for high throughput screening of 
a large number of genes in a time and cost effective 
manner. At the moment the most popular choices are 
the Mi/HiSeq (Illumina), SOLiD (Life Technologies) 
and GS-FLX Titanium (Roche). Gowrisankar et al 5 
published their results on using the Illumina GAII for 
the sequencing of pooled concatenated PCR products 
from five patients with dilated cardiomyopathy 
(DCM) who were previously analysed on their 
sequencing array. They concluded that NGS showed 
an analytical sensitivity that outperformed array 
based sequencing, mainly because of better indel 
detection, but it had a higher turnaround time in 
their hands. Meder et al 6 used the SOLiD 3 to test 
for mutations in 47 cardiomyopathy related and can- 
didate genes in 10 patients diagnosed with either 
hypertrophic cardiomyopathy (HCM) or DCM. 
They concluded that an array based enrichment com- 
bined with SOLiD sequencing of 47 genes can be 
performed with high accuracy (but with known diffi- 
culties in detection of indels using short reads 7 ) and 
in a cost effective manner. 

For our study, we selected GS-FLX Titanium 
because of significantly longer reads, short run times 
and easy data analysis, making the transition to use in 
a diagnostic setting easier without the need for 
complex bioinformatics. Furthermore, the long reads 
of GS-FLX Titanium allow for more accurate 
mapping (pseudogene discrimination), detection of 
small indels, and can compensate for small untar- 
geted regions of capture arrays. 

In the present study we show that array based 
sequence capture can be optimised for balanced exon 
coverage. Optimised sequence capture in combin- 
ation with GS-FLX Titanium sequencing allows for 
accurate detection of variants in 23 genes involved in 
HCM and DCM. 

METHODS 

Subjects and clinical evaluation 

This study comprises an initial pilot study followed 
by additional experiments in which a total of 63 
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patients were included. All patients have a confirmed diagnosis 
of HCM or DCM according to international criteria and were 
identified at or referred to the Department of Clinical Genetics, 
Academic Medical Center (AMC), Amsterdam, for screening of 
cardiomyopathy related genes offered at the Department of 
DNA diagnostics, AMC, the Netherlands. 

For an initial pilot we included five HCM patients with a con- 
firmed pathogenic mutation in either the MYBPC3 or MYH7 
gene. In an additional experiment we included nine probands 
who were diagnosed with HCM but had no pathogenic muta- 
tion in eight HCM genes (MYBPC3, MYH7, MYL2, MYL3, 
TNNI3, TNNT2, TPM1, and GLA) screened in our laboratory 
by Sanger sequencing. Furthermore, we also included 19 pro- 
bands diagnosed with DCM. However, DCM patients were not 
routinely screened for all these genes, in contrast to HCM 
patients. Finally, we included 30 cardiomyopathy index patients 
who were registered for routine DNA diagnostics for all HCM 
genes. These patients were used to validate the entire procedure 
with the intention to implement the procedure for diagnostics. 
Informed consent was obtained from all the patients. 

Array design 

We designed four custom 385K oligonucleotide microarrays 
according the Nimblegen Rebal algorithm to select unique 
probes (Roche NimbleGen). In the first design we targeted all 
exons, including 100 bp of the flanking upstream and down- 
stream intronic sequence, of 18 genes with known involvement 
in HCM and/or DCM. The design comprises 236 exons, target- 
ing 92.5 kb (table 1). In the second design we rebalanced the 
capture probes by the addition of replicate probes at regions with 
low coverage in order to obtain a more evenly distributed exon 
coverage. For regions with a coverage between 75% and 61% of 
the mean coverage we added one additional probe, between 60% 
and 51% we added two additional probes, between 50% and 



41% we added three additional probes, between 40% and 31% 
we added four additional probes, between 30% and 21% we 
added five additional probes, and for <20% we added six add- 
itional probes. In the third design we fine-tuned the balancing 
and added five more genes, making the total number of genes 23, 
containing 292 exons and targeting 117.5 kb. These 23 genes 
were selected because they were already used in diagnostics sup- 
plemented with candidate genes that were selected based on pub- 
lished evidence, with a focus on mutation detection rate. In the 
fourth design we rebalanced the last five genes that were added 
(table 1). 

A schematic overview of the different versions of the arrays 
used, the hybridisation protocol used, the array design used for 
a patient group and its improved performance as represented in 
coverage statistics is provided in online supplementary figure SI. 

Sample preparation 

DNA was isolated from peripheral blood leucocytes using an 
automated DNA isolator (Gentra). Then 0.5-5 u,g DNA was 
fragmented according to the manufacturer's instructions 
(Covaris). DNA quality was assessed by running the samples on 
a DNA7500 chip on the Bioanalyzer (Agilent). Each sample was 
bar coded by ligation of GSMID -adaptors or RL-multiplex iden- 
tifiers (MID) adapters using standard Roche protocols. Libraries 
were amplified by linker mediated PCR to obtain sufficient 
amounts of starting material for the sequence capture; 3 fxg of 
amplified library was loaded onto the array according to manu- 
facturer's instructions (http://www.nimblegen.com/products/lit/ 
SeqCap_UserGuide_Titanium_Delivery_vlpl.pdf). For on-array 
multiplexed samples, 5-10 amplified libraries were mixed equi- 
molarly and then 3 u,g of the mixture was loaded onto the 
array. For multiplex experiments an equimolar pool of bar code 
specific blocker oligo's was added in the same concentration as 
used for non-multiplexed hybridisations. 



Table 1 


Genes present on the capture array 








Genes on V1/V2 


Genes on V3 


Chromosome 


Exons 


NM_number 


Location/function 






ACTC1 


15q14 


6 


NM_005159.4 


Sarcomere 


CSRP3 




CSRP3 


11p15.1 


5 


NM_003476.3 


Zdisk 


DES 




DES 


2q35 


9 


NM_001 927.3 


Intermediate filament 


EMD 




EMD 


Xq28 


6 


NM_000117.2 


Nuclear lamina 


GLA 




GLA 


Xq22.1 


7 


NM_000169.2 


Lysosome function 


LAMP2 




LAMP2 


Xq24 


11 


NM_002294.2 NM_01 3995.2 NM_001 122606.1 


Lysosome function 






LDB3 


10q23.2 


13 


NM_007078.2 NM_001 0801 16.1 


Zdisk 


LMNA 




LMNA 


1q22 


12 


NM_1 70707.2 ENST00000368294 ENST00000368297 


Nuclear lamina 


MYBPC3 




MYBPC3 


11p11.2 


34 


NM_000256.3 


Sarcomere 


MYH7 




MYH7 


14q11.2 


37 


NM_000257.2 


Sarcomere 


MYL2 




MYL2 


12q24.11 


7 


NM_000432.3 


Sarcomere 


MYL3 




MYL3 


3p21.31 


7 


NM_000258.2 


Sarcomere 






PLN 


6q22.31 


1 


NM_002667.3 


Cardiac Ca++ ATPase inhibitor 


PRKAG2 




PRKAG2 


7q36.1 


16 


NM_01 6203.3 


AMP activated protein kinase 


SCN5A 




SCN5A 


3p22.2 


28 


NM_1 98056.2 NM_001 099404.1 NM_001 160160.1 


Sodium ion channel 






SGCD 


5q33.2 


8 


NM_1 72244 NM_000337 


Dystrophin associated protein complex 


TAZ 




TAZ 


Xq28 


11 


NM_000116.3 


Mitochondrial cardiolipin transacylase 


TCAP 




TCAP 


17q12 


2 


NM_003673.2 


Zdisk 


TNNC1 




TNNC1 


3p21.1 


6 


NM_003280.1 


Sarcomere 


TNNI3 




TNNI3 


19q13.42 


8 


NM_000363.4 


Sarcomere 


TNNT2 




TNNT2 


1q32.1 


15 


NM_000364.2 NM_001 001 430.1 


Sarcomere 


TPM1 




TPM1 


15q22.2 


9 


NM_000366.5 NM_001 01 8005.1 NM_001 01 8020.1 


Sarcomere 






VCL 


10q22.2 


21 


NM_01 4000.2 


Zdisk 
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Target enrichment and sequencing 

Hybridisation, post-hybridisation washes and elution of the 
enriched sample was performed according to the manufacturer's 
instructions (http://www.nimblegen.com/products/lit/SeqCap_ 
UserGuide_Titanium_Delivery_vlpl.pdf). To increase target 
enrichment, the enriched samples were hybridised a second 
time on the same array used the first time. This second hybrid- 
isation reduces background sequences (off-target sequences) that 
are still present after the first hybridisation. It is the reduction of 
background that results in higher on-target percentages. To 
verify successful hybridisation capture, we performed quantita- 
tive PCR (qPCR) on four control loci before and after array 
enrichment. The relative fold enrichment was calculated using 
the values of delta crossing point (CP) (ie, the difference 
between average CP of non-captured and average CP of cap- 
tured samples) according E s ~ Cp where E is the efficiency of the 
qPCR assay for a particular amplicon. 

The enriched library was diluted, annealed to capture beads, 
and clonally amplified by emulsion PCR. After emulsion PCR, 
beads with clonal amplicons were enriched and deposited on a 
picotitre plate and sequenced on the GS-FLX Titanium. 

Mapping, variant detection and classification 

The obtained sequence reads were mapped against the human 
reference genome (hgl9) with the Roche GS Reference Mapper 
(V2.6) using the default software settings. Output was restricted 
to the targeted regions as defined by the sequence capture 
design. Coverage statistics were extracted from the mapping 
output files using custom scripts. Variants were automatically 
detected during mapping and annotated with known gene 
(refSeq genes from http://genome.ucsc.edu/) and single nucleo- 
tide polymorphism (SNP) information (dbSNP130 from http:// 
genome.ucsc.edu/). They were denoted as high quality differ- 
ences (HCDiffs) when the variation was present in at least three 
non-duplicate reads that included at least one forward and one 
reverse read, or when it was seen in at least five reads with 
quality scores over 20. Variants that did not meet the above cri- 
teria were collected in the AllDiff files. Occasionally, known var- 
iants end up in the AllDiff table but not in the HCDiff table. 
A custom script was written for the comparison of the HCDiff 
and AllDiff variants and selection of variants with a variant per- 
centage >20%. 

The script also identifies, at the single base resolution, regions 
with a coverage lower than 16 X. These regions are additionally 
analysed by Sanger sequencing. This threshold has been 
reported by Hoischen et al 8 to be sufficient for diagnostic 
testing. We also calculated the minimal number of reads needed 
statistically. For the statistics we have used the following criteria: 

1. for a heterozygous variant the allele frequency is 50% 

2. a variant is reported when the variant percentage is >20%. 
All individual chances that a variant is missed at a given cover- 
age is calculated in R using: 

x — seq(300) and c — pbinom((x*0.2),x,0.5). 

With these criteria we calculated a 99% sensitivity (compar- 
able to a Phred quality score of 20) at 16 X. The frequency of 
each individual coverage given a mean coverage±SD is calcu- 
lated in R using y <- pnorm(x, mean coverage, SD) with x <- 
seq(300). 

Then the chance that a variant is missed in an experiment 
with mean coverage ±SD is calculated as: sum of (chance variant 
missed at given coverage) X (frequency at given coverage). Since 
we use a 16 X threshold, the chance that a variant is missed is 
calculated for the 16 X to 300 X coverage interval. At a coverage 



of 100±35x this chance is 4.03E-5 (0.004%). An example of 
the calculations is given in online supplementary figure 2. 

The following criteria were used to classify variations/mutations. 
We use a list of mutation specific features based on in 
silico analysis using the mutation interpretation software AlaMut 
(VI. 5). A score is given depending on the outcome of a prediction 
test for each feature (ie, Grantham distance). Then, depending 
on the total score and the availability of the variant in at least 300 
ethnically matched control alleles (data obtained from the litera- 
ture and/or the internet, eg, 1000 Genomes: http://browser. 
1000genomes.org/index.html; Exome Variant Server: http://evs.gs. 
washington.edu/EVS, or from own control alleles), we classified 
them as: not pathogenic; as a variant of unknown clinical 
significance; VUS1, unlikely to be pathogenic; VUS2, uncertain; 
or VUS3, likely to be pathogenic. Family information 
(co-segregation), phenotypic features and/or functional analysis 
are needed to classify a variant as (putatively) pathogenic. The 
protocol used for the classification of variants has recently been 
published by van Spaendonck-Zwarts et al 9 All variants of interest 
identified in our HCM and DCM group were confirmed by 
Sanger sequencing. 

RESULTS 

Target enrichment and on-target percentage 

We evaluated and optimised the ability of Roche NimbleGen 
385K Custom Sequence Capture Arrays to enrich patient 
samples for every exon in a panel of 23 genes. The degree of 
enrichment for the captured samples was estimated by qPCR 
analysis of four control loci. The average relative enrichment for 
the four control loci was > 100-fold for all samples sequenced. 
The on-target percentages, calculated as number of bases 
present on the targeted region divided by the total number of 
mapped bases, varied between 12.8% and 33.1%, using the 
standard sequence capture protocol. When calculating the ratio 
of mean base coverage of the 92.5 kb targeted region divided by 
the mean base coverage outside the targeted region (~3 Gb), the 
enrichment factor is still 4720-fold and 16 046-fold respectively. 
A mean on-target percentage using the standard protocol was 
on average ~20%. Although this is the equivalent of an enrich- 
ment factor of ~8 000-fold, it is still not high enough to 
sequence an acceptable number of patients at an acceptable base 
coverage on the GS-FLX Titanium. Therefore we introduced a 
second round of hybridisation of the same sample on the previ- 
ously used capture array. This procedure increased the on-target 
percentage to 75-92% (an 80% on-target represents an enrich- 
ment factor of 129 729-fold). Base coverage was reproducible 
both within and between the experiments with 99.8% of the 
targeted sequence covered. 

0n-array multiplexing 

The use of capture arrays gives a limitation in the number of 
samples that can be processed in a given time. Moreover, the 
costs of one capture array per sample are a significant part of 
the total costs of the entire procedure. Therefore, we used 
unique MIDs (bar coding) which are introduced during library 
preparation. After amplification and quantification of the indi- 
vidual libraries, equimolar mixtures of 5-10 patients were hybri- 
dised to one capture array according to the protocol. From that 
moment on the 5-10 patients were treated as one sample. After 
sequencing, the patients were separated based on their barcode 
and the variants were determined using the gsMAPPER (Roche) 
(figure 1). In general, 100K reads per patient within each multi- 
plex experiment were sequenced. The difference in the number 
of reads per patient within a multiplexed sample usually was 
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Hybridization of Bioinformatics: 
pooled barcode sorting 

Library prep samples Elution and mapping 



Sample 1 — ►MIDI 
Sample 2 — ►MID2 
Sample 3 — ►MID3 
Sample 4 — »MID4 
Sample 5 — +M\D5 





Sample 1 




Sample 2 
Sample 3 


1 sample 
(5 MID's) 






Sample 4 




Sample 5 



Figure 1 A schematic representation of an on-array multiplexed 
sequence capture experiment. After individual introduction of an 
unique bar code (multiplex identifiers) to each sample during the 
library preparation, all samples are mixed equimolarly and hybridised to 
one capture array. From that time on, the five multiplexed samples are 
treated as one sample during hybridisation, washes and elution as well 
as all post-capture steps including linker-mediated PCR, emulsion PCR 
and sequencing. 



below twofold (75K to 150K reads per patient). Comparable 
number of reads per patient indicates that on-array multiplexing 
is feasible. Only occasionally a sample has less than half of the 
reads that was aimed for. 

Proof of principle experiment 

In a first proof of principle experiment we evaluated a custom 
design capture array (VI) to enrich patient samples for every 
exon of 18 genes with known involvement in cardiomyopathy 
(table 1). In this experiment we included five HCM patients 
with different known pathogenic mutations (two substitutions, a 
2 bp deletion, and a 1 bp and 26 bp insertion,) in either the 
MYBPC3 or MYH7 gene. All five pathogenic variants (MYH7 
c.l436A>C, MYH7 C.1207OT, MYBPC3 c.2373_2374dup, 
MYBPC3 c.676_701dup26, and MYBPC3 c.2864_2865del) 
were detected with sequencing on the GS-FLX Titanium. The 
whole coding region including splice junctions were Sanger 
sequenced for at least the gene where a pathogenic mutation 
was identified in the above mentioned HCM patients. 
Therefore, direct comparison of all the variants (pathogenic and 
non-pathogenic) found with Sanger sequencing and GS-FLX 
Titanium sequencing was possible. This showed that 57 out of 
57 (100%) variants were detected with GS-FLX Titanium 
sequencing. Fifty-three out of 57 variants were present in the 
HCDiff list whereas four out of 57 were present in the AllDiff 
list. Evaluation of the variants present in the AllDiff list showed 
that three out of four variants were variants at the same position 
(MYBPC3 c.1093-24C>T) and were not in the HCDiff list due 
to low coverage at the flank of the targeted region. The fourth 
variant (MYBPC3 c.2373dup) was present in a sufficient number 
of reads that were of good quality, so there was no clear reason 
why it was not present in the HCDiff list. Therefore, in all the 
following analysis also the variants present in the AllDiffs with a 
variant percentage >20% were extracted from the list. 

Optimisation of exon coverage and addition of more genes 

Exon coverage was determined for all 18 genes and all exons 
except exon 5 of PRKAG2 were enriched by the capture array. 
Coverage per exon varied significantly between genes but also 
within genes (figure 2A). The mean base coverage for the targeted 
bases was 38.3 ±14.8 (mean±SD) after a single hybridisation. 
Exons with coverage significantly below the mean coverage were 
rebalanced on the next design (V2) by adding more probes for 



poorly covered regions (both more identical and probes from the 
same region but at a different position were added). The number 
of probes added per target region was dependent on the coverage. 
After enrichment with this rebalanced capture array and sequen- 
cing the mean coverage per exon was calculated again. The mean 
base coverage for the targeted bases after a single hybridisation 
was 41. 6± 12.9 (mean±SD). Lower SD at a higher mean coverage 
implies a more even coverage when using the V2 array. In fact, 
exons that had a low coverage in the VI array were more evenly 
distributed after enrichment with the V2 array (figure 2B). The 
missing exon from the VI array (exon 5 of PRKAG2) was targeted 
in the V2 with seven times the standard amount of probes, but still 
this particular exon was not present in the reads. Evaluation of the 
characteristics of this region showed a high GC content of 76%. 
It is likely that during pre-capture and post-capture amplification 
there is poor amplification of this region and therefore it is 
not represented in the post-capture library. Since the on-target per- 
centages were low we switched to a protocol that used a double 
hybridisation. After the second hybridisation the mean base 
coverage for the targeted bases was 62.8±42.3 (mean±SD). 
Introduction of a second hybridisation increased the on-target per- 
centage drastically, however, the SD of the mean coverage also 
increased. In the next version of the capture array (V3), we per- 
formed an additional balancing step and added the coding exons 
of five more genes, resulting in targeting a total of ~300 exons of 
23 genes. The mean base coverage for the targeted bases was 97.6 
±44.7 (mean±SD). The percentage of bases covered at least 
once was 99.8% (only missed 90 bases of exon 5 PRKAG2: 
chr7:151329155-151329224). In the final version of the capture 
array (V4) we have rebalanced the final five genes. The mean base 
coverage for the targeted bases was 103.7±35.9 (mean±SD). 
With the last design there was an average of 1.64 fragment per 
patient that had one or more bases at <16x coverage and there- 
fore needed to be analysed with a Sanger reaction. This represents 
an average of 0.36% of the analysed bases. 

When comparing double hybridisation on the V2 array with 
the V4 array (mean±SD 62.8 ±42.3 vs 103.7±35.9) it clearly 
shows improved performance due to design optimisation. 

Screening of DCM patients already seen in diagnostics but 
no mutation found 

Seventeen patients diagnosed with DCM and two patients with a 
DCM family history were selected for screening of the genes 
present on the V2 and V3 arrays. In 10 out of 19 patients we 
found variants with different probability of pathogenicity (for 
more details see table 2). Two variants, the PLN c.40_42del and 
the MYH7 c.415G>T, were both observed twice in unrelated 
patients, with one patient having two variants (MYH7 c.415G>T 
+LAMP2 c.661G>A). All the other variants were present solitary. 
All the variants present in TNNI3, EMD, SCNSA, MYH7, and 
LAMP2 were not observed in all the previously tested probands 
for these genes. The variant present in PLN has been reported as 
pathogenic 10 11 and is a well-known founder mutation in the 
Netherlands. One of the two variants in SCNSA (NM_198056.2 : 
c.4859C>T) has been reported previously. 12-16 The variant in 
LDB3 has not been found in 200 HCM/DCM/non-compaction 
cardiomyopathy patients screened in Erasmus Medical Center, 
Rotterdam (personal communication). 

Comparison of variants found with Sanger sequencing and 
GS-FLX Titanium sequencing in HCM patients 

In order to make a side by side comparison between variants 
that were found with Sanger sequencing and variants that were 
found by GS-FLX Titanium sequencing, we have selected nine 
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Figure 2 Representative example of 
a gene with even exon coverage (1 ), 
intermediate exon coverage (2), and 
uneven exon coverage (3) before 
rebalancing of the capture array (A) 
and exon coverage distribution before 
(V1) and after (V2) rebalancing of the 
capture array (B). Note that poorly 
covered exons or exon flanks (arrows) 
are far below the average coverage 
(horizontal line) before rebalancing. 
After rebalancing exon coverage is far 
more uniform. 
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patients diagnosed with HCM but with no pathogenic mutation 
identified. In these patients, all the coding exons of the genes 
offered for DNA diagnostics (MYBPC3, MYH7, MYL2, MYL3, 
TNNB, TNNT2, TPM1, and GLA genes) were already analysed 
with dHPLC and/or Sanger sequencing. Within the targeted 
region of the V3 capture array, 258 variants were detected 
with dHPLC and/or Sanger sequencing. Of these 258 
variants, three were variants of unknown clinical significance 
(TNNT2, c.877C>T, 20 21 TPM1, c.755A>G and MYBPC3, 
c.3392T>C 22 ), while the others were non-pathogenic coding 
and non-coding variants. These variants served as positive 
control in the direct comparison of Sanger sequencing versus 
GS-FLX Titanium Roche sequencing. Evaluation of the variants 
present in the HCDiff and AllDiff lists showed a total of 262 
variants. From the 258 variants that were potentially detectable, 
one variant (MYL2 c.353+46dup) was missed in two patients 
by the GS-FLX Titanium. This means six additional variants 
(one heterozygote and five homozygotes) were found with 
GS-FLX Titanium sequencing, but not with dHPLC. All add- 
itional variants were confirmed with Sanger sequencing. This 



results in a detection rate of 101.6%, compared to the dHPLC 
and/or Sanger sequencing. If one excludes the missed variants 
by the dHPLC, 258 variants were potentially detectable. From 
these, 256 were found in either HCDif or AllDiff, while one 
variant (MYL2, c.353+46dup) was missing in two patients 
resulting in a corrected detection rate of 99.2%. It should be 
noted that all the other 48 known non-coding indels of different 
lengths were detected correctly. 

On top of the known variants and putative mutations we also 
found two additional amino acid changes from which one also 
introduced a potential splice site loss in genes that were not ana- 
lysed before. These variants are VCL: NM_014000.2: 
c.l543G>A (amino acid change and loss of splice site), LDB3: 
NM_007078.2: c.566C>T. We classified them as VUS2 (see 
table 3). 

Side by side comparison of GS-FLX Titanium sequencing and 
Sanger sequencing in 30 index patients 

Finally, the fully optimised capture array (V4) was used for a 
second direct comparison in 30 HCM index patients by 
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Table 2 


Clinical parameters and variants found in DCM patients 










































Freq. in EVS 










Age at 


















(variant 










diagnosis 


EF 


Reference 




PolyPhen2 


PolyPhen2 


Grantham 






alleles/wt 






DNA nr. 
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(%) 


Gene g.Var sequence 
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rdllcllL I 


F 


64 
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PncciHIu 
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CO 
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3* DCM inHpy natipnts 17 18 1 












Asp180Gly 


damaging 
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x LVNC. 19 Mother of our index 
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carrier 


Patient 2 


M 


51 


17 






















Patient 3 


M 


44 




FMD 153609746 C>T NM 000117 7 


454C>T p. 
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Benign 


180 


0.00 


C55 


Not found 


VUS3 


No 












Arg152Cys 


















Patient 4 


F 


50 


13 




_ 


_ 
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M 


40 
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37 


PIN 118880174 NM 007667 3 
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40_42del p.Arg14del 
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F 


22 


51 
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20 


_ _ 
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F 


28 


35 




_ _ 


_ 
















Patient 10 


F 


27 


30 


MYH7 23901935 G>T NM_000257.2 


415G>T p.Val139Leu 


Probably 


Probably 


32 


0.00 


CO 


Not found 


VUS3 


Found in 3 other index 














damaging 


damaging 












patientst 




c 

r 






LAMP2 119581776 NM_002294.2 


661G>A p.Gly221Arg 


Probably 


Probably 


125 


n nn 
u.uu 


rn 


z i / 1 u d^tz 


VUS2 


No 










G>A 




damaging 


damaging 














Patient 1 1 


M 


56 


7 




_ _ 


















Patiant 1 1 

rdueni IZ 


F 


52 


3ft 

JO 


MYN7 93QniQ3 c ; C<T MM 0007^7 7 
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£ tlDu>l p.Vdl 1 J3l_eU 
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\/l K3 
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round in 3 other index 
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Patient 13t 


M 


40 
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M 


35 


21 


SCN5A 38593004 C>T NM_1 98056.2 


4859C>T p. 


Probably 


Probably 


81 


0.00 


C65 


Nnt fni inrl 


VUS3 
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with rare polymorphism). 13 
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F 


41 


25 


- 


_ _ 
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Patient 16 


F 


73 


? 


LDB3 88451 727 A>G NM_007078.2 


764A>G p.Lys255Arg 


Benign 


Benign 


26 


0.00 


C25 


Not found 


VUS1 


Not 


Patient 17 


V 


25 


41 


PLN 11 88801 24_ 


40_42del p.Arg14del 












Not looked at 


Pathogenic 


Founder in the Netherlands; 










11 88801 26del 
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large DCM family. 11 


Patient 18 


M 


49 


37 






















Patient 19§ 


V 


7 


7 


MYH7 23896054 T>C NM_000257.2 


1976T>C p. 


Probably 


Probably 


81 


0.00 


C65 


Not found 


Pathogenic 


Large family (co-segregation in 












Met659Thr 


damaging 


damaging 












10 affected members)* 


*For further details see Methods section. 






















tPatient does not have observed dilatation yet but has a strong family history with DCM. 




















♦Identified in cardiomyopathy patients analysed during routine diagnostics in our laboratory. 


















§Patient also has hypertrophy so DCM could be a result of HCM. 




















DCM, dilated cardiomyopathy; EF, ejection fraction; HCM, hypertrophic cardiomyopathies; 


IVF, idiopathic ventricular fibrillation; LVNC, left ventricular non-compaction; n.a. 


not available; ?, decreased EF, no exact measurement performed. 



Methods 



comparing the seven genes (MYBPC3, MYH7, TNNT2, TNNI3, 
TPM1, MYL2, and MYL3) sequenced with both Sanger sequen- 
cing and GS-FLX Titanium sequencing. From the 319 variants 
present, a total of 317 variants were detected with Sanger 
sequencing and 318 with GS-FLX Titanium sequencing. One 
variant was not detected with GS-FLX Titanium sequencing 
(MYL2: NM_000432.3: c.353+20delG) and two variants were 
not detected with Sanger sequencing (MYH7: NM_000257.2 
c.1231G>A and MYH7: NM_000257.2: c.2967T>C). 
Re-examination of these two variants by Sanger sequencing con- 
firmed both variants. Re-evaluation of the original traces also 
showed the two variants but they were not picked up due to 
high background. Also, here it must be noted that the other 51 
known indels were detected with GS-FLX Titanium sequencing. 
This represents a sensitivity of 317/319 (99.4%) and 318/319 
(99.7%) for Sanger sequencing and GS-FLX Titanium sequen- 
cing, respectively. 

In the 30 patients we found 26.7±5.8 (mean±SD) variants 
per patient. From these, 17 variants (0.57±0.77, mean±SD) 
have varying probabilities of pathogenicity. These include variants 
in genes routinely screened with Sanger sequencing — that is, 
MYH7: NM_000257.2: c.1178C>T, 26 - 28 c.1231G>A, 29 - 32 
C.2002OA, c.5135G>A, c.1987C>T, c.121G>A and ATYBPC3: 
NM_000256.3: c.2827C>T, 33 C.3004OT (twice), 
c.2864_2865del, MYL2: NM_000432.3: c.37G>A 34-37 and 
TPM1: NM_000366.5: c.618A>G, but also in genes that are 
part of the additional genes in the NG cardiomyopathy panel — 
that is, SCN5A: NM_198056.2: c.3157G>A 38 39 , PRKAG2: 
NM_016203.3: c.253C>T, TCAP: NM_003673.2: 
c.37_39del, 40 41 CSRP3: NM_003476.3: c.10T>C 42 43 , 
LMNA: NM_170707.2: c.1804G>A, 44 45 DES: NM_001927.3: 
c.935A>C (table 4). Ten patients had a single variant, two patients 
had two variants each (MYH7: NM_000257.2: c.1178C>T 
combined with SCNSA: NM198056.2: c.3157G>A, and 
MYBPC3: NM_000256.3: c.3004C>T combined with LMNA: 
NM_170707.2: c.l804G>A), and one patient had three variants 
(MYH7: NM_000257.2: c.121G>A, MYBPC3: NM_000256.3: 
c.3004C>T, and DES: NM_001927.3: c.935A>C). All variants 
were confirmed with Sanger sequencing. 

DISCUSSION 

In the present study we show the feasibility of array based target 
enrichment of 23 HMC and DCM genes combined with NGS 
for diagnostic mutation screening in HCM/DCM patients. The 
use of DNA bar codes enabled pre-capture multiplexing, a step 
essential for increasing throughput and reducing the costs of 
analysis. 46 This approach not only enables the simultaneous and 
comprehensive investigation of multiple target genes but also 
facilitates the analysis of multiple samples in parallel. We have 
developed an optimised capture array that is at least as sensitive 
as the current standard, Sanger sequencing. For HCM, the 
current capture array analyses three times more genes as com- 
pared with the current Sanger sequencing panel within the same 
turn-around time. Screening of more genes results in a higher 
diagnostic yield. For DCM patients, but not for HCM patients, 
we have developed a similar assay for TTN. This enables us to 
screen TTN on top of the 23 reported genes only for DCM 
patients. 

We and others have shown that NGS technologies are on the 
verge of being broadly used in clinical laboratories. It is very 
likely that these new technologies will replace traditional 
(Sanger sequencing based and array based) sequencing tests for 
genetically heterogeneous disorders like HCM/DCM. 



Targeted exome massively parallel sequencing has great poten- 
tial for both research and clinical use. However, sequencing of 
the entire exome for diseases with 'limited' numbers of genes to 
be investigated is not practically feasible yet due to relatively 
high costs, variable depth of exon coverage, the extent of data 
analysis, and data storage. To overcome these problems, 
sequence capture based target enrichment for a limited number 
of genes followed by NGS can be an approach that is logistically 
and financially feasible. 

Our first pilot study with five HCM patients with known 
pathogenic mutations showed that array based target enrichment 
and NGS could easily detect different types of known mutations 
(substitutions, insertions and deletions) and numerous non- 
pathogenic variants already detected with Sanger sequencing. 
All 57 variants detected with Sanger sequencing were also 
found with GS-FLX Titanium sequencing, including a coding 
26 bp insertion in the MYBPC3 gene (figure 3). Because we 
detected 100% of the variants present in five HCM patients we 
proceeded with testing of additional patients. Nevertheless, in 
this pilot study we have observed that exon coverage varies sig- 
nificantly within one sample (determined by array design) result- 
ing in lower confidentiality of particular variants (eg, MYBPC3: 
NM_000256.3: c.1093-24C>T). A balanced representation of 
all targeted exons would reduce the average coverage needed to 
detect variants with high confidentiality, consequently lowering 
the false negative rate. Therefore, we have designed arrays with 
a more balanced coverage as has previously been proposed by 
others. 47 48 The rebalanced capture array has been used to 
analyse nine HCM patients and 19 DCM patients. The reba- 
lanced design showed that 99.80% of the targeted coding bases 
were covered at least once and 99.64% at least 16 X. We and 
others 8 have calculated that at 15-16 X coverage a 99% sensitiv- 
ity is obtained. This means that for an experiment with a mean 
coverage of 100±35x the statistical chance that a variant is 
missed in a patient is 0.004% (for calculation see supplementary 
figure S2). 

The bases with low coverage were exon 5 from PRKAG2 
(NM_016203.3) in all patients and exon 2 from LAMP2 
(NM_002294.2) in about half of the patients. This is likely due 
to a high GC content, a phenomenon observed before. 49 In the 
current test these exons are analysed by standard Sanger 
sequencing. 

From the nine HCM patients the HCM gene panel had been 
analysed with Sanger sequencing. In these patients 99.2% of the 
present variants were detected with GS-FLX Titanium sequen- 
cing. The two undetected non-coding variants (identical in two 
individuals) were both times a single nucleotide insertion 
present in a region with multiple homopolymer stretches of 
four to six nucleotides. Variant detection and in particular 
indels in homopolymer stretches is a known problem with pyro- 
sequencing due to incorrect base calling in these regions. 50 In 
our datasets it has become clear that homopolymer stretches up 
to 5-mers are generally called properly, while 6-mers and more 
in general result in improper base calling. Screening all coding 
regions for >6-mers showed 17 exons with >6-mers. For diag- 
nostic purposes, these exons are analysed by Sanger sequencing 
until better base calling algorithms are available. 

Apart from the variants present in the already used gene 
panel, numerous additional variants were found in the genes 
that were not Sanger sequenced previously. Two variants (indi- 
cated in bold), which both result in amino acid changes (one 
amino acid change also predicts a splice site loss) (table 3), are 
of possible clinical significance. The variant in LDB3 has been 
reported before 23-25 while the VCL variant is novel. 
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Table 3 Clinical parameters and variants found in HCM patients 





Gender 


Age at 

diagnosis 

(years) 


MLVWT 
(mm) 


SCD 
in 
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Gene 
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Reference 
sequence 
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HumVar 
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17 
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15 
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damaging 
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56 
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C55 


Not found 
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M 


79 


17 
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M 


44 


20 


? 


LDB3 


88441437 
C>T 


NM_007078.2 


566C>T 


P- 

Ser189Leu 


Benign 


Benign 
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0.1 


CO 


2/10 806 


VUS3 


DCM/LVNC family 
(called 5196L), 
co-segregation in 4 
affected members. 23 
Functionally 

toctoH 24 25 












tvl / DrLJ 


T>C 


mm nnfn^K 3 

I * IVI UUUZ J O . j 


jjjZ 1 >L 


P- 

llel 131Thr 


. 

Benign 


Possibly 
damaging 


RQ 

03 


U.Uj 




7/1 1 331 

// I Z DD I 


VUj I 


index patientst (one 
of them together 
with the pathogenic 
Dutch founder 
mutation c.2373dup 
in MYBPC3 22 ; in 
another family no 
co-segregation in an 
affected uncle) 


Patient 26 


M 


56 


23 


No 




























Patient 27 


M 


50 


19 


No 




























Patient 28 


M 


67 


28 


7 


TNNT2 


201328349 
C>T 


NM_000364.2 


877C>T 


P- 

Arg293Cys 


Probably 
damaging 


Probably 
damaging 


180 


0.00 


CO 


Not found 


VUS3 


3 HCM index 
patients (called 
R286C). 20 21 3 HCM 
index patientst 



Variants in the genes highlighted in bold are variants that were found on top of the variants that were already detected by Sanger sequencing. The variant present in VCL (patient 22) introduced a loss of a splice site on top of the amino acid change. 
*For further details see Methods section. 

tldentified in cardiomyopathy patients analysed during routine diagnostics in our laboratory. 

DCM, dilated cardiomyopathy; HCM, hypertrophic cardiomyopathy; LVNC, left ventricular non-compaction; MLVWT, maximal left ventricular wall thickness; n.a., not available; NCCM, non-compaction cardiomyopathy; SCD, sudden cardiac death; ?, 
unknown or no exact measurement performed. 
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Patient 29 


M 


24 


17 


? SCN5A 


38622493 G>A 


NM_1 98056.2 


3157G>A 


Glu1053Lys 


Probably 
damaging 


Possibly 
damaging 


56 


0.00 


C55 


Not found 


Pathogenic 


3 BrS index 
patients (one had a 
second SCN5A 
mutation: 
R1583C). 38 
Functional test: no 
binding to 
Ankrin-G 39 










MYH7 


23898517 C>T 


NM_000257.2 


1178C>T 


Ala393Val 


Possibly 
damaging 


Possibly 
damaging 


64 


0.00 


CO 


Not found 


VUS2 


No 


Patient 30 


F 


69 


19 


No 


























Patient 31 1 


M 


65 


11 


No MYL2 


111356964G>A 


NM_000432.3 


37G>A 


Ala13Thr 


Possibly 
damaging 


Benign 


58 


0.08 


CO 


6/13 000 
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M 


16 
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mutation. 33 
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F 


68 


14 
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- 
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19 
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Patient 38 


F 


58 


15 


No MYH7 
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damaging 
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damaging 


29 


0.00 


CO 
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4 HCM index 
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Patient 39 


M 


31 


? 


Yes MYH7 


23896028 C>A 


NM_000257.2 


2002C>A 


His668Asn 


Probably 
damaging 


Probably 
damaging 


68 


0.00 


C65 


Not found 
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Mutation was not 
found back in both 
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probably affected) 
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M 


46 
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M 


62 
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- 




Patient 42 


M 


69 


31 


No TCAP 


37821649_ 37821651 
del 


NM_003673.3 


37_39del 


Glu13del 












Not looked 
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8 index patients 
(LOVD); 2 HCM 
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control alleles 40 
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F 


74 
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Probably 
damaging 


43 


0.00 


CO 


Not found 
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9 Dutch HCM index 
cases (one family 
no co-segregation 
in affected 
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Continued 
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0.00 


C65 


20/12 316 VUS2 


2 HCM index 
















damaging 
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Patient 53 


F 


32 


20 
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126 
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Patient 54** 


M 


52 


12 


Yes - - 


- 


- 


- 


- 


- 


- 


- 


- 




Patient 55 


M 


45 


17 


Yes - - 


- 


- 


- 


- 


- 


- 


_ 


_ _ 




Patient 56tt 


F 


49 


12 


Yes - - 


- 


- 


- 


- 


- 


- 








Patient 57 


M 


55 


17 


No 


_ 


_ 


_ 


_ 


_ 


_ 








Patient 58** 


M 


32 


13 


Yes - - 




















*For further details see Methods section. 






















tAlso fibrosis consistent with a mild form of HCM. 




















*Son also has MLVWT 14 mm. 
























§Non-compaction cardiomyopathy. 
























Hldentified in cardiomyopathy patients analysed during routine diagnostics in our laboratory. 




















"Myocardial crypts on MRI consistent with 


an early form of HCM. 




















ttHCM in sister in whom DNA diagnostics is not possible. 




















ttAlso SAM and mild outflow tract obstruction. 




















BrS, Brugada syndrome; DCM, dilated cardiomyopathy; EDMD, Emery-Dreifuss muscular dystrophy; 




















HCM, hypertrophic cardiomyopathy; LOVD, Leiden Open Variation Database; MLVWT, maximal left ventricular wall thickness; SAM, systolic anterior motion of the mitral valve; SCD, sudden cardiac death; ?, 


unknown or no exact measurement performed. 



Methods 



BaSe 47,326.635 

F34N2HK01BW4T 
F34N2MK01BGUI3 
F34N2MK01B7ICV 
F5Y956J01BR2YX 
F5Y956101AEA5H 
F34N2HK01A2YCP 
F5Y956J01A4LNV 
F5Y956J01A3D4A 
F34N2MK01BP03S 
F5Y956J01ASE2U 
F5Y956101AW8Z3 
F5Y956J01AJY4M 
F5Y956J01AQ0HJ 
F5Y956J01BKR3F 
F5Y956J01B290P 
F5Y956J01AERUZ 
F34N2HK01BRLW3 
F5Y956J01B5T32 
F5Y956J01BFXCE 
F5Y956J01A2R35 
F34N2HK01BZ40V 
F5Y956J01A42I9 
F5Y956J01BJF1I 
F5Y956J01A40LD 
F34N2HK01BB403 
F5Y956J01CDC7C 
F34N2MK01BT8A0 
F34N2MK01A7VQY 
F34N2HK01AEV5R 
F5Y956J01AURP4 
F34N2HK01CEFHL 
F34N2HK01BH1EF 
F5Y956J01CDCBS 



selected 



right 
47,326.674 

GCGCATCCGTCATCTG-- CAGCTCG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG - CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG --CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCT 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG ---CAGCTCG 

GGGCATCGGTGATGTG AA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAAC AG AT AGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTGAAAGGCAGGCTGGGGCATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 
GGGCATCGGTGATGTGAA-GGCAGGCTGGG-CATCGGTGATGTGCAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG --CAGCTCGAACAGATAGACCTG 

GGGCATCGGTGATGTG CAGCTCGAACAGATAGACCTG 



Figure 3 Mapping of a coding 26 bp duplication in a hypertrophic cardiomyopathy patient. In contrast with short read platforms, a heterozygous 
insertion of 26 bp is easily mapped and reported. 



In the DCM panel we detected 11 potentially pathogenic 
mutations in 10 individuals. The genes involved are MYH7 
(three mutations), TNNI3 (one mutation), PLN (two identical 
mutations), LAMP2 (one mutation), LDB3 (one mutation), 
EMD (one mutation), and SCN5A (two mutations) (for details 
see table 2). The variant in TNNI3, PLN, and SCN5A have 
already been reported in the literature, 10 11 17-19 and all other 
variants are novel. Identification of additional variants in both 
HCM and DCM patients shows an increase in diagnostic yield 
upon extension of the gene panel sequenced. 

Finally, we evaluated 30 index patients in parallel with Sanger 
sequencing. In these experiments we especially focused on the 
diagnostic value of this approach. In 10 patients a single poten- 
tially pathogenic variant was found, in two patients two poten- 
tially pathogenic variants were found, and in one patient three 
potentially pathogenic variants were identified. From the 17 var- 
iants 1 1 were in the genes regularly screened with Sanger sequen- 
cing, and six were found in genes that were additionally screened 
due to GS-FLX Titanium sequencing (table 4). This shows that 
the clinical sensitivity can be increased by the addition of extra 
genes. In this experiment we were able to compare directly the 
sensitivity of Sanger sequencing and GS-FLX Titanium sequen- 
cing. Sensitivity of GS-FLX Titanium sequencing was at least as 
good as that of Sanger sequencing (99.7% vs 99.4%, respec- 
tively), showing that GS-FLX Titanium sequencing can replace 
Sanger sequencing in a diagnostic setting. 

Small insertions and deletions (1-50 bp) represent the second 
most frequent class of variation in the human genome after 
SNPs. 51 Through out all the experiments described here we have 
particularly focused on the detection of indels. Two non-coding 
variants (MYL2 c.353+20 and c.353+46) were not reported in 
the GS-FLX Titanium variant list. Both variants are present in a 
region with multiple homopolymer stretches of four to six 
nucleotides, likely the underlying reason for improper variant 
calling. Nevertheless, the other 106 indels present in this study 
were called properly. In fact, pathogenic mutations caused by 
an insertion of a G nucleotide, deletion of CT nucleotides, 
deletion of AGA nucleotides, as well as an insertion of 26 bases 
were called correctly. Furthermore, multiple known non-coding 
indels like insertion of a C nucleotide, deletion of a 



C nucleotide, insertion of AC nucleotides, deletion of CTTCT 
nucleotides, insertion of ATTTT nucleotides, insertion of 
ATTTTGTTTT nucleotides, and insertion of ACAG nucleotides 
were all detected in these patients. 

In conclusion, we have shown that on-array multiplexed 
sequence capture in combination with GS-FLX Titanium 
sequencing is suitable for reliable variant detection (sensitivity 
of 99.7%) and will increase clinical sensitivity in cardiomyop- 
athy patients. To date, NGS is used as a research tool with high 
confidence and ease. In the present paper we demonstrate that 
due to continuing improvements in throughput, accuracy, cost 
and ease of data analysis, it has become feasible to apply NGS 
in a diagnostic setting. 
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